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NOTE REG AKD3NG CORRECTION FACTOR APPLIED TO Q/ A GAMMA DATA

Gamma radiation measurements were collected with two instruments with different size
detector shields. The shield size used on each detector accounts for the differenc e in
background values, in that the 6-inch shield for detector S/N111127 produced ajn average
background value of 1385 counts per minute (CPM), while the 2.5-inch shield onj detector
S/N 112642 had an average background of 2418 CFM.

All Q/A data were taken vising detector S/N 112642 and the 2.5-inch shield- In < irder to
normalize all measurements to the 2.5-inch shield, all measurements taken with letector
S/N 111127 and the 6-inch shield were multiplied by a correction factor of apprc ximately
1.75. This is neflected in the correction factor, applied on certain of the raw data m Column
4, corrected in Column 5 in Appendix D6.


